
Development of  a 20 kpsi Enzymatic Digester for High Throughput Proteomic Analysis and its 
Application to Membrane Proteomics  
Seok-Won Hyung,1 Daniel López-Ferrer,1 Daniel J. Orton,1 Erika Zink,1 Angela D. Norbeck,1 Karl K. Weitz,1 Rui Zhao,1 Ronald J. Moore,1 Kim K. Hixson,1 Edmund Y. Ting,2 Alexander V. Lazarev,2 Richard D. Smith1 
1Pacific Northwest National Laboratory, Richland, WA; 2 Pressure Bioscience Inc., South Easton, MA 

Acknowledgements 
Funding support was provided by Pressure Biosciences and PNNL Use at Facility 
Funds earned from technology licensing.  Samples were analyzed using 
capabilities developed under the support of the NIH National Center for Research 
Resources (RR18522) and the U.S. Department of Energy Biological and 
Environmental Research (DOE/BER).  Significant portions of the work were 
performed in the Environmental Molecular Science Laboratory, a DOE/BER 
national scientific user facility at Pacific Northwest National Laboratory (PNNL) in 
Richland, Washington.  PNNL is operated for the DOE by Battelle under contract 
DE-AC05-76RLO-1830. 

References 
1. Electrophoresis 2002, 23:3224-3232. 
2. J. Proteome. Res. 2008, 7:3276-3218. 
3. Anal. Chem. 2008, 80:8930–8936. 
4. The 57th ASMS Conference, Poster TPE 129, June 2, 2009. 
5. Biochemical and Biophysical Research Communications 1997, 239:150-154. 

Conclusions 

CONTACT: Seok-Won Hyung, Ph.D. 
Biological Sciences Division, K8-98 
Pacific Northwest National Laboratory 
P.O. Box 999, Richland, WA 99352 
E-mail: SeokWon.Hyung@pnnl.gov 

•  A 20 kpsi enzymatic digester was developed 
and performance demonstrated using a 4-
protein standard and hydrophobic membrane 
proteins. 

• The digester was shown to be robust and 
compatible with nano-flow LC-MS/MS, 
enabling online enzymatic lysis of 
hydrophobic membrane proteins. 

• For the S. oneidensis insoluble fraction, the 
sample digested for 20 min in the PCT 
reactor showed more protein identifications 
than the sample digested overnight. 

• The ultra-high pressure PCT reactor 
facilitates proteomics research demanding 
high throughput technology, especially 
membrane protein analysis.    

•  Incorporation of protein digestion into a fully 
automated online LC-MS platform reduces 
sample handling errors and losses 
associated with offline processing methods. 

• Digesting proteins into peptides is an 
essential step in bottom-up proteomics.  
Recently, pressure assisted digestion using 
pressure cycling technology (PCT) was 
demonstrated to significantly speed time 
needed for digestions from hours to 
minutes.   

• In this work, we developed a novel ultra-high 
pressure PCT reactor that couples to an LC-
MS platform.  The reactor consists of a 
pressure generator, a temperature 
controlled flow-through pressure cell, 
isolated from the flow path by high pressure 
valves.  

• The system was tested initially with a pool of 
standard proteins and later with a set of 
digestion resistant proteins, including the 
hydrophobic membrane-spanning protein 
bacteriorhodopsin (Halobacterium halobium) 
and a water-insoluble fraction of Shewanella 
oneidensis proteins.     

 

Results 

Overview 
Methods 

• BSA 
• Beta-casein 
• Cytochrome c 
• Myoglobin 

• Insoluble fraction 

4-protein standard Shewanella oneidensis Bacteriorhodopsin 

All samples were dissolved in 25 mM NH4HCO3. The 4-protein standard was treated with  
5 mM TCEP and 50 mM IAA, followed by sonication for 5 min at 50% power.  S. oneidensis 
and bacteriorhodopsin were processed without any chemical treatment. Trypsin was added 
with the ratio of 1:20, weight-to-weight.   
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20 kpsi Enzymatic Digester (XStream) configured 
with a custom LC system and a ThermoScientific  
LTQ-FT mass spectrometer. 
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Figure 1. Base peak chromatograms for three technical 
replicates (PCT 1, 2, 3) of the 4-protein standard following 
digestion in the PCT reactor. 
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Figure 2. Number of peptide identifications (FDR<1%) 
for each of the three technical replicates. 
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Figure 4. Base peak chromatograms for three technical 
replicates (PCT 1, 2, 3) of the S. oneidensis insoluble 
fraction following digestion in the PCT reactor, and one 
following overnight digestion for comparison. 
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Figure 5. Number of peptide (FDR<1%) and protein 
identifications for each of the three technical replicates. 

LC-MS/MS – ThermoScientific LTQ-FT 
Sample amounts injected into C18 trap column for LC-MS/MS: 
• 4-protein standard: 4.5 μg total protein 
• Insoluble S. oneidensis fraction: 5 μg total protein 
• Bacteriorhodopsin : 1 μg total protein 
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Figure 3. Number of unique peptide identifications for 
each technical replicate. 
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Figure 6. Number of unique peptide and protein 
identifications for the three PCT technical replicates and 
overnight digested sample. 
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Figure 7. Base peak chromatograms for three technical 
replicates (PCT 1, 2, 3) of the bacteriorhodopsin standard 
following digestion in the PCT reactor. 

Figure 8. Number of peptide identifications (FDR<1%) 
for each of the three technical replicates. 

>gi|15790468|ref|NP_280292.1| bacteriorhodopsin; Bop [Halobacterium sp. NRC-1]

MLELLPTAVEGVSQAQITGRPEWIWLALGTALMGLGTLYFLVKGMGVSDPDAKKFYAITTLVPAIA

FTMYLSMLLGYGLTMVPFGGEQNPIYWARYADWLFTTPLLLLDLALLVDADQGTILALVGADGI

MIGTGLVGALTKVYSYRFVWWAISTAAMLYILYVLFFGFTSKAESMRPEVASTFKVLRNVTVVLWS

AYPVVWLIGSEGAGIVPLNIETLLFMVLDVSAKVGFGLILLRSRAIFGEAEAPEPSAGDGAAATSD

Transmembrane Cytoplasmic 

Figure 9. Identified peptide sequences of bacteriorhodopsin  
and their annotation.   

PCT Digestion 
(20 kpsi) 

• 4-protein standard :  5 min 
• S. oneidensis insoluble fraction 

and bacteriorhodopsin:  20 min   

Overnight Digestion 
(37°C, 12 h) 

• S. oneidensis insoluble fraction 
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