
Strong Cation Exchange (SCX) Separation  
 
System: Shimadzu HPLC, 1ml/min, UNICAM 4225 UV/Vis detector, 280 nm, range 0.1 
 
Solvents: A: 10 mM Ammonium Formate, 25% ACN, pH 3.0 
                B: 500 mM Ammonium Formate, 25% ACN, pH 6.8 
 
Column: PolyLC, PolySulfoethyl A, 200 x 4.6 mm, 5 µM, 300-Å 
 
Injection loop: 5.0 mL 
 
T.Flow: 1 mL/min 
 
Gradient:   
        

Time (min) % A % B %H2O 
0 100 0 0 
10 100 0 0 
50 50 50 0 
60 0 100 0 
70 0 100 0 
71 0 0 100 
90 0 0 100 
91 100 0 0 
100 100 0 0 

 
 


